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Abstract
We describe a single chip approach to time resolved fluorescence measurements based on time
correlated single photon counting. Using a single complementary metal oxide silicon (CMOS)
chip, bump bonded to a 4 × 16 array of AlInGaN UV micro-pixellated light-emitting diodes, a
prototype integrated microsystem has been built that demonstrates fluorescence excitation and
detection on a nanosecond time scale. Demonstrator on-chip measurements of lifetimes of
fluorescence colloidal quantum dot samples are presented.
(Some figures in this article are in colour only in the electronic version)
1. Introduction
The use of fluorescence-based methodologies is at the core
of many modern instrumentation technologies, especially in
the life sciences. Originally, the interest was in the specific
labelling of biological samples for imaging applications, but
more recently this has expanded rapidly with the growth of
DNA sequencing and micro-array applications. In principle,
the equipment needed for such spectroscopic instrumentation
has not changed over several decades, in that a narrow
wavelength source is required to excite the fluorophore of
interest and the resulting fluorescence must pass through
an optical device to separate the excitation light from the
fluorescence emission, before being detected by a light
sensitive instrument and the level of fluorescence determined.
However, using modern fabrication and manufacturing
techniques, such instrumentation can now be made in complete
integrated systems with the potential for volume production.
The range of methods for interpreting the fluorescence data has
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also expanded with the growth of fast electronics, originally
destined for the telecommunications and computer markets,
now being applied to fluorescence instrumentation.
Most commonly used fluorophores are designed to be
excited in the near ultraviolet (UV) and blue regions of the
optical spectrum. The advent of GaN and other blue emitting
semiconductor sources, around 15 years ago [1], has helped
stimulate interest in the use of such sources in place of lasers or
mercury discharge lamps for excitation in fluorescence-based
instrumentation. The advantages of these sources include low
cost, reliability, compactness and good wavelength matching
to many standard fluorophores. In addition, their ability to
produce short (≈1 ns) pulse lengths offers the opportunity for
low cost fluorescence lifetime measurements. It has been
appreciated for a long time [2] that the fluorescence decay from
a molecule provides a significant level of information about
the sample and the surrounding conditions of the fluorophore,
from the local viscosity in cell membranes [3] to pH [4].
Most recently interest has been in the rapid growth of Fo¨ster
resonance energy transfer (FRET) methods, where the spatial
separation of two fluorescent molecules significantly affects
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the fluorescence lifetime of the shorter wavelength ‘donor’
molecule. Through advances in molecular chemistry, FRET
based assays and experiments utilizing lifetime measurement
as the monitor of the FRET process are emerging as the method
of choice for many applications in the life sciences [5].
Several methods of lifetime measurement are now in
common use in lifetime instrumentation, but all require
the common features of a short pulsed, or high frequency
modulated, light source, fast detector and timing electronics.
Time correlated single photon counting (TCSPC) is potentially
the most accurate method of determining complex decays
(multiple lifetimes) and was therefore the method selected
to demonstrate the performance of our system. The phase
method, in which the phase change in the fluorescence
emission relative to the excitation pulse is measured [6], is
less sensitive compared with TCSPC and applies more light to
the sample which can lead to faster sample decomposition. A
slight variation on TCSPC is the use of time gated detectors
which provide a slightly less accurate lifetime measurement,
but are excellent at providing a method of detecting changes
in lifetime [7]. More recently, a variation on the phase method
has been developed, whereby the change in output intensity
is measured [8]. This method uses a slow detector and thus
was not suitable in a system that makes use of rapid detectors.
Therefore, we chose the TCSPC method as we believed that
this would demonstrate the capability of our novel excitation
source and detector. Furthermore, if the system worked in this
configuration it should also work in the slightly less demanding
phase and gated configurations, though these might be the
preferred options in a final instrument configuration.
In 1995, Araki and Misawa [9] and in 2005, Davitt
et al [10] both reported the use of light-emitting diodes
(LEDs) for lifetime measurements; however, their system
used a conventional photomultiplier. Although this
work demonstrated the capability of LEDs for lifetime
measurements with the use of a photomultiplier as the detector,
the system was not capable of low cost miniaturization.
In this paper, we describe a single chip embodiment for
such measurements based on time correlated single photon
counting. In our approach, a 16 × 4 array of micro-
pixel AlInGaN LEDs emitting at 370 nm [11] has been
bonded to an equivalent array of aluminium electrodes made
from the top metal of a 0.35 µm high-voltage CMOS chip.
Each electrode has an associated driver circuit capable of
switching up to 50 V. Incorporated into each electrode is
a single photon avalanche diode (SPAD). The output of
the SPAD detectors is processed in real time by a TCSPC
module that generates a histogram of the fluorescence decay
[12]. Other pertinent features of the CMOS chip include
on-chip control of the micro-LED pulse width (1.5–48 ns
optical pulse width) and the ability to separately address
any micro-LED or SPAD in the array. With this device,
we have successfully performed demonstration measurements
in a colloidal suspension of quantum dots, achieving
lifetimes consistent with manufacturer’s specifications and our
own reference measurements taken using a photomultiplier
tube detector. This microsystem solution will enable the
development of low cost, portable fluorescence lifetime readers
Figure 1. Micrograph image of CMOS chip with bump-bonded
micro-LED array.
for many optical lab-on-a-chip applications such as point-of-
care diagnostics equipment and the synthesis and/or read out
of DNA micro-arrays. With each element being separately
addressable, there is the potential to excite many fluorescent
samples in parallel [11]. By integrating the excitation source
with a photodetector and on-chip driving electronics, our
devices will contribute to the development of lab-on-a-chip
(LoC) systems [13]. This includes work by Chodavarapu et al
[14], which aims to carry out fluorescence detection using
a CMOS-based system which incorporates a detector with
signal processing circuitry. Their system does not, however,
include an integrated excitation source and uses a discrete
LED. Cleary et al [15] demonstrated TCSPC on a micro-
scale using integrated optics and microfluidics; however, their
system relies on a pulsed diode laser as an excitation source and
a discrete SPAD detector. The system presented here offers a
greater level of integration, placing the excitation source in the
same micro-scale system as the sample and detector.
2. Experimental setup
A micrograph image of the CMOS chip with bump-bonded
micro-LED array can be seen in figure 1.
The micro-LEDs consist of a 16 × 4 array of individually
addressable pixels, each pixel having a diameter of 72 µm on
a 100 µm pitch. The devices were fabricated from ‘standard’
UV LED wafers grown on c-plane sapphire substrates by metal
organic chemical vapour deposition and have a peak emission
at 370 nm [16]. The array of electrodes was depassivated
by pad opening at the foundry to reveal the aluminium top-
plate electrodes for bump bonding. A post-processing step
of oxygen plasma etching removed the polyimide layer of the
chip which has been shown to improve the photon detection
probability (PDP) of the underlying SPADs by a factor of
2–5 [17]. An example of the top metal driver plates can be seen
in figure 2. An electrical connection between the micro-LED
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array and the driving CMOS chip was made using a bump-
bonding process with each element of the micro-LED array
being bonded to a dedicated driver site. A four metal layer, high
voltage, 0.35 µm CMOS technology was used to fabricate the
driving CMOS chip. The first two layers of metal were used
for signal routing, the third layer formed a shield to protect
the underlying electronics from the high-voltage signal being
driven onto the array and the fourth layer was used to pattern
an array of driver plates onto which the micro-LED array was
bonded. Driving circuitry for each electrode and SPAD is
contained within a 200 × 100 µm2 cell, with 19 090 µm2 of
top metal exposed as the electrode surface. Electrode selection
is controlled using row and column addressing.
The SPAD used in this test chip is essentially an avalanche
photodiode operating in Geiger mode. This mode of operation
enables detection of single photons, when the diode is equipped
with the means to detect and regenerate the avalanche currents
associated with photon detection. A schematic cross section
of a SPAD is shown in figure 3. The high voltage, twin-tub
CMOS technology allows the construction of a p+/deep n-tub
avalanche multiplication region. Premature lateral breakdown
of the junction is avoided by a guard ring of lightly doped
p-type diffusion. A detailed description of the SPAD structure
Figure 2. Scanning electron microscope (SEM) image of the
individual top layer metal plates upon which each micro-LED in the
array is bump bonded. The SPAD detectors are situated in the
circular gap in the metal.
Figure 3. Schematic cross section of CMOS SPAD and illustration of avalanche breakdown.
and measured performance can be found in [18]. The detection
of a photon and the subsequent avalanche breakdown of the
SPAD generates a voltage pulse, the duration of which is
approximately 30 ns, which is quenched passively on chip.
Single incident photons generate digital pulses, with around
100 ps of timing jitter, which are readily processed by on-chip
electronics.
Measurement of fluorescence decay curves have been
demonstrated using CdSe/ZnS quantum dots (Evident
Technologies Inc., USA) in a toluene solution [19] at
concentrations as they were received from the supplier.
These particles have an excitation spectrum that peaks at
wavelengths less than 400 nm and emissions at 526 nm
(Adirondack Green), 543 nm (Catskill Green) and 555 nm
(Hops Yellow), respectively. Table 1 contains a summary of
the quantum dot samples used.
The samples are held in a cavity microslide (Agar
Scientific Ltd, UK) and sealed by a 24 mm ×24 mm cover slip
to avoid evaporation. The slide is placed on top of the chip and
excited by a pulse train from a single micro-LED. The LED
is biased with 4 mA of bias current and the electrode driven
to 13 V, producing short pulses with fast rise and fall times
(2.15 ns and 3.31 ns respectively, for a pulse width of 8 ns).
Each micro-LED driver site also contains an addressable SPAD
detector, as described above. The sapphire substrate of the
micro-LED array is optically transparent and therefore any
returning fluorescence light passes through the micro-LED
array and reaches the SPAD array. Figure 4 shows a schematic
of the optical stack.
The number and position of the LED pixels that are
active is user definable and any combination from a single
LED up to all 64 elements of the array can be active at
any one time. During analysis all 64 SPADs in the array
are active. However, the address chosen by the user defines
which SPADs are present on the output bus; thus, the address
of the detecting SPAD does not have to correspond to the
address of the exciting micro-LED. To avoid direct coupling
of excitation light from the micro-LED, the SPAD chosen to
detect is situated eight rows away (800 µm) from the emitting
LED pixel. It should be noted that this does not completely
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Table 1. Summary of quantum dot samples used to evaluate system.
Peak First
absorption absorption Emission Concentration
Sample (nm) peak (nm) peak (nm) (nmol ml−1)
Adirondack <400 510 526 77.03
Green
Catskill <400 525 543 68.77
Green
Hops <400 531 555 57.17
Yellow
Figure 4. Schematic overview of experimental setup. The
transparent sapphire substrate allows the fluorescence emission to
pass and reach the SPAD below.
eliminate photon counts due to direct LED excitation of the
SPAD. Photon counts due to directly coupled light from the
LEDs have been further minimized by choosing a 370 nm
UV excitation source. At 370 nm, the PDP of the SPADs
is 7%. However, this wavelength is ideal for the excitation
of the selected quantum dots. At 526 nm (the emission
wavelength of the Adirondack Green quantum dots) the PDP
of the SPADs increases to 25% (after depassivation). This
insensitivity to shorter wavelengths results in filtering of the
excitation as summarized in figure 5, which shows the spectral
characteristics of the LED, Adirondack Green sample and
SPAD. The LED and Adirondack Green emission spectra
were measured using a Triax 550 spectrometer, with the
Adirondack Green excited by a Power Technology 15 mW,
375 nm UV laser. For the absorption, 200 µl of Adirondack
Green was mixed with 1800 µl of toluene in a quartz cuvette
and its absorption spectrum measured with a Lambda 2
spectrophotometer.
Each micro-LED pulse is synchronized to the rising
edge of the system clock. This clock is therefore used as
the synchronization pulse for the TCSPC card (Becker and
Hickl, SPC-730). The TCSPC card is operated in reverse
mode and the pulse train from the SPADs are passed via
a pulse inverter to the constant fraction discriminator input
of the card. The micro-LED pulse frequency is set by the
system clock and is user definable, for these experiments a
pulse frequency of 3.6864 MHz was chosen. The micro-LED
electrical drive pulse width is also user definable via software
control of the chip. The user can select pulse widths from
400 ps up to 48 ns in steps of 400 ps. This allows the user to
select an excitation pulse that best suits the sample of interest.
For the quantum dots used in this study, an excitation pulse
width of 8 ns was chosen. A photograph of the micro-LED
array exciting a sample of Adirondack Green quantum dots
mounted on a micro-cavity slide is shown in figure 6.
3. Results
The signal generated by the on-chip SPADs is passed to the
TCSPC card which creates a histogram based on photon arrival
times, relative to the excitation pulse. As mentioned above, due
to the absence of any optical spectral filtering in the system,
the excitation pulse is also detected by the SPADs and can be
observed in the resulting histogram as the large broad peak
on the left. The ratio of detected excitation light to detected
fluorescence emission is dependent on several factors. One
such factor is the intensity of excitation light from the LED.
This can be controlled by the user by adjusting the peak voltage,
the bias current of the driver and the width of the excitation
pulse. The intensity of fluorescence emission from the sample
is also an important factor. Finally, the relative distance
from the excitation micro-LED and the relevant detection
SPAD affects the level of directly coupled light from the LED
reaching the detector. This affects the ratio of the number of
counts due to the LED pulse and the fluorescence emission, as
demonstrated in figure 7.
As can be seen from the results in figure 7, the fluorescence
decay curves can be clearly distinguished from the instrument
response function (IRF). The data gathered are exported
and analysed using FAST™ lifetime extraction software by
Edinburgh Instruments. Discrete deconvolution of the IRF and
decay curves presented in figure 7 yields lifetimes of 17.8 ns,
17.2 ns and 19.1 ns (±104 ps estimated measurement error,
based on 100 ps jitter from the SPAD and 4 ps resolution of the
TCSPC hardware) for Adirondack Green, Catskill Green and
Hops Yellow, respectively. This is in good agreement with the
lifetimes quoted by the manufacturer (15–20 ns) and measured
independently using a photomultiplier tube as a detector. The
noise floor of the results presented in figure 7 is also in
good agreement with the 50 Hz dark count rate (DCR) of the
SPADs quoted in the literature, which is strongly temperature
dependent [17].
4. Conclusions and discussion
A compact fluorescence lifetime analysis system has been
demonstrated, which incorporates sample excitation via a
CMOS driven UV 16 × 4 micro-LED array and emission
detection using an array of SPAD detectors located on the
same CMOS chip. The AlInGaN micro-LED array was bump
bonded to the SPAD and driver array which has been fabricated
in a high-voltage 0.35 µm CMOS technology and allows the
user to define the excitation pulse and intensity.
The CMOS micro-LED driver was designed to deliver
electrical pulses of variable width, from 400 ps to 48 ns. As
a result of a larger than expected load capacitance, due to
the bump-bonded micro-LED elements an optical pulse of
400 ps was not achieved. Figure 8 demonstrates the longest
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Figure 5. Graph of micro-LED emission spectra, SPAD PDP and quantum dot absorption (Adirondack Green) and emission spectra versus
wavelength. This clearly highlights the spectral separation of the excitation wavelength and the detector sensitivity range.
Figure 6. Photograph of micro-LED array exciting a sample of
Adirondack Green quantum dots on a micro-cavity slide.
Figure 7. IRF and fluorescent decay curves for quantum dots at
three different emission wavelengths.
(47.87 ns full width half maximum, FWHM) and shortest
(1.12 ns, FWHM) optical pulses achieved. While it has been
shown that a pulse of 1.12 ns (FWHM) is possible, a pulse
of 8 ns was chosen to conduct the lifetime experiments. As
the pulse width is decreased, the intensity of the micro-LED
emission is reduced, which in turn reduces the fluorescence
Figure 8. The longest (47.87 ns, FWHM) and shortest (1.12 ns,
FWHM) optical pulses achieved. Greater than expected capacitive
load on the driver circuit output prevented shorter pulses being
achieved.
emission. This leads to a lower signal-to-noise ratio and
thus a less accurate lifetime measurement. To allow an 8 ns
excitation pulse to be used, fluorophores with a relatively long
lifetime were used. In addition to their compatible wavelength
properties, as described previously, the 15–20 ns lifetimes of
the quantum dot samples were ideally matched for excitation
with an 8 ns excitation pulse.
Results have been presented which demonstrate the
system’s ability, in conjunction with external TCSPC
hardware, to accurately measure fluorescence lifetime data of
commercially available quantum dot fluorophore samples. The
system removes the need for complicated optical alignment,
with the sample being introduced into the system on a simple
micro-cavity slide. The SPADs natural insensitivity to UV
wavelengths has also been used to remove the need for optical
filters. This system is, to the best of our knowledge, the
first demonstration of a complete microsystem for TCSPC to
incorporate both an array of excitation sources and an array
of detectors with single photon sensitivity. While results
are not yet comparable to more established experimental
setups using commercially available equipment, this prototype
system demonstrates the benefits and potential of an integrated
system. The ability of such a microsystem, based on a
standard CMOS process, to conduct lifetime analysis without
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the need for expensive optics and filters should open the
way to the development of a compact (potentially portable),
robust and inexpensive solution to time resolved fluorescence
measurements.
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